A method to accurately estimate the catheter length needed for a tunneled central catheter placement.
A typical method of placing a tunneled central catheter utilizes C-arm fluoroscopy for insertion and estimation of the length of the catheter needed. We describe a new technique to estimate the length more accurately using a C-arm fluoroscope.